Correction to: Insertion of the Ascension PyroCarbon PIP total joint in 152 human cadaver fingers: analysis of implant positions and malpositions.
In the experimental study the distal component of the Ascension PyroCarbon proximal interphalangeal total joint prosthesis was implanted 180° rotated. Figures 2-5 show the implant malpositions. The methods, results, and conclusion of the study were not affected by this.